Background and aims. The purpose of the study is to evaluate through a FEM (Finite Element Method) the effects of the rotation movement upon a complex structure (enamel-pulp -alveolar bone, PDL), for external load. Method. The progressive action of a fixed orthodontic device on three teeth: first molar, first and second premolar is modeled and simulated with the components placed on the buccal and palatal surfaces of the tooth. For the reproduction of a situation similar to the real one, the loading of the model was performed through a nodal force applied at a height of the crown, of various amplitudes, F = 1 N; 2, 3 and 4 N. The values of stress are: maximum stress of the whole structure and the shearing effect for the pulp. Results. The characteristics of the material are Young's E modulus and Poisson's ratio of the components of the modeled structure. The most stressed elements of the structure are the pulp and the ligament, revealed by von Mises stress. The elements of the structure are mainly stressed in fiber compression in the direction of the moment's action given by the orthodontic forces and in fiber stretching in the opposite direction. Out of the orthodontic movements: translation, tipping, intrusion-extrusion , rotation is the most dangerous. Conclusions. The accumulated stress effect in the pulp becomes dangerous. The orthodontic movements given by dental force values higher than 1.5-2N are to be avoided.
Background and aims
A rotation is a modification of a singular tooth in which the tooth rotates around its long axis of 90° that intersects with the tooth in its totality (crown and root). Rotation is a movement that frequently tends to relapse due to the periodontal structures and insufficient use of contention devices.
Finite element analysis is a noninvasive technique for testing a particular design [1] , especially the teeth movement induced by orthodontic forces.
The center of rotation is an arbitrary point located at a distance from the center of resistance -the center of mass of the tooth -around which the tooth rotates with the application of a force applied to the crown. The position of the center of rotation never coincides with the position of the center of resistance [2] (Figure 1) . Application of a force upon the C res will produce a pure translation and an application of a moment around the C res will create a pure rotation. If the force is applied at the level of the crown, this will produce an inclination of the tooth, composed of a translation movement and a rotational one [3, 4] .
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The center of rotation C rot will be determined according to the values of the displacements following the direction of the force, the axis Oy, δyy in the nodes of the vertical axis of the tooth. On a side of the node, with zero displacement in the direction of application of the force, the periodontal fibers will be stretched -positive values of displacements, and on the other side the periodontal fibers will be compressed -negative values of displacements [5] . The position of the center of resistance C res and of the center of rotation C rot differs depending on the geometry and the morphology of the tooth, but also changes depending on the location of the application of the force, respectively the positioning of the bracket on the tooth.
The purpose of the study is to evaluate through a FEM (Finite Element Method) the effects of the rotation movement upon a complex structure (enamel -pulpalveolar bone, PDL), for external load.
Methods
Rotation of the root without the displacement of the crown's position is difficult to produce, since the tooth is embedded in the bone with little movement (Figure 2 ). The structure modeled and studied is: first molar, premolar 1 and premolar 2, with all its constituents elements: dentine, pulp, periodontal ligament -alveolar bone.
Corresponding to the geometry, dimensions and morphological data in the specialty textbooks of the first, second premolar and first molar, a two-dimensional plane model was created, representing a median section on the height of the structure, perpendicular to the mesial-distal sides, comprising enamel -tooth -PDL-alveolar bonepulp ( Figure 3 ). The used finite elements for the plane model created are bidimensional, 2D-type.
The progressive action of a fixed orthodontic device on three teeth: first molar, first and second premolar is modeled and simulated with the components placed on the buccal and palatal surfaces of the tooth.
For the reproduction of a situation similar to the real one, the loading of the model was performed through a nodal force applied at a height of the crown, of various amplitudes, F = 1 N; 2, 3 and 4 N. The values of stress are: maximum stress of the whole structure and the shearing effect for the pulp. We analyzed the values of stress -Von Mises maximum stress/minimum stress with the effect of expansion/compression of the structure tissue and the shearing effect stress, relevant for the pulp. The structure modeled and studied is: first molar, premolar 1 and premolar 2, with all its constituents elements: dentine, pulp, periodontal ligament -alveolar bone.
The loading of the model was performed by a nodal force, with the amplitude of 300 g, respectively F = 3N, applied at a height of the tooth crown -corresponding to the various positions of the bracket, placed in the plane Oyz, on the vestibular or lingual side. It is considered the bracket action given by the nodal force F as a result of the forces distributed on the bracket-tooth contact surface. A twodimensional plane model was created, representing a median section on the height of the structure. The characteristics of the material are: Young's E modulus and Poisson's ratio. 
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The elements of the structure are mainly stressed in: fiber compression in the direction of the moment's action given by the forces and fiber stretching in the opposite direction of the action.
For the reproduction of a situation as close as possible to the real one, the loading of the model was performed through a nodal force applied at a height of the crowncorresponding to the position of the bracket, in the plane Oyz.
On the buccal/lingual surface, we apply forces of various amplitudes, progressively increasing: 100 g, 200 g, 300 g, 400 g, respectively: F = 1 N; F = 2 N; F = 3 N; F = 4 N.
Results
The characteristics of the material are Young's E modulus and Poisson's ratio of the components of the modeled structure.
The following values are relevant for the study: Maximum principal Stress σ 1 max -maximum positive values with stretching effect on tissues (Figure 4 ). Minimum principal Stress σ 2 min -maximum negative values with compression effect on tissues ( Figure 5 ).
Shearing Stress τ yz, produces in the section plane Oyz -with great importance for the central componentthe pulp (Figure 6 ).
The most stressed elements of the structure are the pulp and the ligament, PDL revealed by von Mises stress. The elements of the structure are mainly stressed in fiber compression in the direction of the moment's action given by the orthodontic forces and in fiber stretching in the opposite direction. Out of the orthodontic movements: translation, tipping, intrusion-extrusion and rotation, the most dangerous was shearing stress ( Figure 6 ). The maximum stress is on the second premolar as we can see in Figure 7 . 
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It has been established that the maximum displacements are on the 2 nd premolar and is represented by: rotation/translation. In all elements of the structure, stress values are rising as the external load is increasing as we can see in table I. If we compare the stress value, we can see that the stress von Mises are higher in the pulp (value 8) and in PDL is 4 (Figure 8 
Discussion
Derotation of a tooth is considered to be a difficult orthodontic movement. Biomechanics theorists (Graber, Proffit) state that to produce a single tooth rotation around its axis, requires the force to reach magnitude much larger than those in order types of movements [4, 5] .
A rotation of the apex is difficult to achieve; this would entail the placement of the bracket very close to the alveolar crest -or even on the root of the tooth. The displacement of the node in the apex is negative -in the opposite direction of the force applied (there is a rotation of the tooth). The values of the displacements following the direction of the force δyy are positive -stretching in the direction of the force applied -until C rot , where δyy = 0, then they become negative -compressed fibers.
The movement of the root in the alveolar bone at the apex level will be possible due to the extremely low rigidity of the periodontal ligament within its small thickness.
The displacement of the root is also possible by compressing the alveolar bone -a structure with higher rigidity, only in time, through a progressive application of the external force and determine a shearing stress in the pulp.
Our study demonstrates that the pulp stress distribution: equivalent Von Mises σ ech, maximum principal σ 1 , minimum principal σ 2, are similar, with the maximum being in the zones close to the center of resistance and the decreasing of approximate values in a radial direction towards the exterior contour of the pulp [6, 7] .
Maximum values of the pulp stress: equivalent Von Mises σ ech , maximum principal σ 1max , minimum principal σ 2min , are in the center of rotation and around it, this dangerous phenomenon can produce the destruction of the pulp in its center where the terminal nerves are, with the results being similar with the other literature studies of the specialty.
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This fact should be avoided in practice through the application of the principal force as close as possible to the center of resistance of the tooth [8] .
Rotation movement provokes a torsion and an accumulation of fibers at the angles of rotation.
Relapses are due to collagen fibers of the periodontal ligament. These fibers that are composed of white collagen lack elastic properties however, and present an undulation capable of developing a replacing force whilst stretched. Relapses appear when a tooth was rotated/derotated much too fast with high continuous force [7, 9] .
Conclusions
1. The highest stress values are in the Pulp. Similar values to the ones in the Pulp are in the PDL as well;
2. Shearing stress τ yz are in around the resistance center 3. The accumulated stress effect in the pulp becomes dangerous.
4. The orthodontic movements given by dental force values higher than 1.5-2N are to be avoided.
5. There lies a real danger of shearing the pulp, at an increased, uncontrolled external action applied to the components of the bracket;
6. Compared to other orthodontic movements, the phenomena resulted from the rotation of the tooth are the most dangerous.
